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NOTES:
ENSURE THE SENSOR CANNOT MAKE CONTACT WITH THE TANK WALL.1.
INSTALL THE PROBE FACING (DOWNSTREAM) IN THE DIRECTION OF THE FLOW.2.
PROTECT THE PROBE AGAINST THE ONCOMING FLOW OF LARGE OBJECTS, 3.
SUCH AS BRANCHES OR ICE AND AGAINST FLOW SURGES.
MAX 3000 MM[118,11] IMMERSION DEPTH.4.
ENSURE 45° 15° ANGLE BETWEEN PROBE AND WATER SURFACE.5.
ENSURE THAT THE SENSOR IS FULLY IMMERSED.6.

360° turnable 

shiftable in any angle

SCALE 1:5
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WITHOUT CLEANING UNIT WITH CLEANING UNIT

TRANSMITTAL AN-ISE sc
Rail Mounting Kit (6184900)
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